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Preface

With the rapid advancement of technology over the last decade, the field of Ophthalmology has
grown to be significantly equipment - intensive both in the diagnostic and surgical areas.
Refractive errors and cataract continue to account for significant workload in eye care. Over the
years these two conditions have become the focus of secondary level eye care settings where bulk
of the curative eye care is delivered.

However, from a quality perspective it is important to go beyond cataract and refractive errors to
ensure comprehensive eye examinations and appropriate service delivery that includes referral
care. Thus for both diagnoses and treatment, a secondary eye hospital needs to be equipped with
a comprehensive range of equipment.

The term “secondary hospital” is not very well defined, and may refer to anything from a basic
cataract clinic, to a hospital offering more advanced care. Hence several factors need to be taken
into consideration when equipping a secondary eye hospital in terms of what equipment and
how many of each. The major factors are:

range of clinical services that the hospital plans to offer

the clinical protocols to be followed and the estimated work-flow
the daily patient load the hospital expects

staffing pattern and the number of clinical staff

The hospital will need to have enough equipment and in the right balance to be able to
efficiently use the time of both the ophthalmologists and the support staff.

Recognizing the role of the influencing factors described above, this manual briefly touches

upon preferred clinical protocols for various procedures and lists the equipment required to

perform them. The manual includes equipment in a model secondary hospital for an assumed

workload and also gives a listing of equipment manufacturers. The purpose of this Manual on

Equipping a Secondary Hospital is to throw light on the above to help hospital administrators
and funding agencies understand the rationale that should be applied while planning for

equipment and other resources.

R.D. Thulasiraj
Executive Director,

LAICO - Aravind Eye Care System
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4. Surgical instruments

Name Quantity Name Quantity
Universal eye speculum 8 Vectis 8
Wire speculum 8 Corneal scissors 8
Superior rectus needle holder 8 Corneal needle holder 8
Superior rectus forceps 8 Tying forceps 8
Toothed forceps 8 Corneal forceps 8
Plain forceps 4 Cyclo dialysis spatula 4
Artery forceps 8 Caliper 4
Scleral forceps 8 Conjunctival needle holder 2
B.P. Handle 8 Iris forceps 4
Tenotomy scissors 8 Vannas scissors 4
Capsule forceps 8 Rhexis forceps 4
Mini blade holder sharpedge co.16 Kuglen hook 2
15° Holder sharpedge company 8 Kelley’s punch 1
Irrigating vertis 8 Blade breaker 8
Simcoe cannula 8 Scissors 4
Lens holding forceps 8 Chopper 2
Sinsky hook 8 Big artery clamp 6
Lens expresser 8
5.0T vessels

Name Quantity Name Quantity
Basin 4 Surgical tray 4
Saline cup with cover 14 Perforated tray 8
Water jug 2 Citelli forceps 1
Wiper jars 6 Urine can 1
Cryo bin 1
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CHAPTER - VII

SUB SPECIALITY BASED OPHTHALMIC CARE

l. Introduction

It is assumed that 15-20% of the patients
attending the OPD at a secondary eye care centre
will require subspeciality care. The secondary care
centres should be equipped with basic
subspeciality instruments and diagnostic
equipment, with the ultimate goal of broadening
these service areas as the organisations mature. For
instance, laser units used for treating diabetic
retinopathy were available only in tertiary care
centres until a decade ago. Today, these facilities
are a part of the services offered by secondary care
centres. Suggested below are some subspeciality-
oriented facilities which can be made available at a
secondary eye care centre. Availability of these
facilities will enable comprehensive, high quality,
secondary eye care.

Il. Corneal services

Corneal infections are commonly encountered in
day-to-day practice. In a significant number of
cases, it may often be impossible to arrive at an
etiological diagnosis with the clinical presentation
of the infection. In developing countries like
India, fungi and bacteria cause corneal ulcers in
almost equal proportions and hence empirical
therapy may not be a very safe and effective idea. A
basic ocular microbiological set up is an important
prerequisite for corneal ulcer management in a
secondary care centre.

1.Basic secondary eye care setting

The centre should have basic diagnostic
equipment like a slit lamp, materials like
fluorescein strips, rose bengal stains for staining
procedures and Shirmers strips for assessment of

tear film. These help in arriving at a correct
diagnosis of the corneal lesion and rendering
appropriate treatment.

The centre should be able to treat suppurative
keratitis, corneal abrasions, corneal foreign bodies,
pterygiums, corneal tears with or without iris
prolapse, simple dry eye and other similar
problems. Ophthalmologists should be trained to
perform surgical procedures like pterygium
excision, excision for suspected conjuctival, corneal
lesions , and suturing of corneal tears.

Biopsy of excised specimen (e.g.,: for
conjuctival epithelioma) can be done at the centre
if histopathology examination (HPE) facilities are
available or can be given to a pathology lab for
HPE and further management can be done based
on the result.

a.Instruments needed for treatment of corneal ulcer
1. Slit lamp

2. Kimura spatula
3. No. 15 surgical blade
4

Table binocular microscope

b. Other supplies required for treatment
Flourescein strips

Schirmers strips
10% KOH, materials to perform gram stain
Cover slips, glass slides

NI

Spirit lamp

lll. Paediatric ophthalmology

1.Basic secondary eye care settings

In addition to the routine ophthalmic equipment
like slit lamps and ophthalmoscopes, the following
are required for providing paediatric services:
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Sets of prism bars
Streak retinoscopes
Hess screen

Pulse air tonometer

Keratometer

AN

Complete set of special vision assessment
charts for children

7. All other minor accessory instruments neces-
sary for strabismus evaluation which include
Worth’s Four Dot Test, RAF Ruler, Maddox
Rod, Maddox Wing, Bagolini Glasses, Colour
vision charts, test book for stereopisis (TNO
book), Sheriden Gardiner Chart, Cambridge
Crowding Cards (matching test), Keeler acuity
cards (forced choice preferential looking
charts), Cardiff acuity cards (vanishing opto-
type) apart from routine Snellen charts

8. Separate computer system

2.Surgical services

The operation theatre should be equipped for
general anaesthesia and paediatric surgeries
covering cataract, glaucoma, strabismus, traumas,
lacrimal problems, lid and orbital problems. There
should be separate pre-op and post-op rooms for
children undergoing surgery.

IV. Glaucoma services

1.Basic secondary eye care setting

Essential aspects of clinical evaluation of glaucoma
include: slit lamp bio-microscopy of anterior
segment, intraocular pressure measurement, optic
disc evaluation using direct ophthalmoscope,
indirect ophthalmoscope or a slit lamp bio-
microscope using a posterior pole lens (90D or
78D). All these should be carried out in the
secondary ophthalmic centre.

Documentation of the optic nerve head
changes in each visit can be done either by a hand
drawn fundus diagram or a fundus picture
(optional - can be done at the advanced centre).
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The patient should be categorized according to the
type of glaucoma - primary open angle (POAG),
primary closed angle (PCAG), or secondary
glaucoma. Target IOP should be determined for
each case and medical management should be
aimed at achieving the target IOP.

The centre should be able to administer,
monitor and assess outcomes of medical treatment
for all categories of glaucoma. The centre should
be able to give emergency treatment for PACG
and secondary glaucoma when indicated. Surgeries
like trabeculectomy, trabeculectomy with PCIOL
implantation, and glaucoma triple procedure can
be carried out in appropriate and indicated cases.

Instruments needed for treatment:
Slitlamp bio-microscope

Gonio prisms

Schiotz tonometer

Applanation tonometer

90D lens

Computerized visual field analyzer

AN A N

2. Advanced secondary eye care setting

As the centre’s patient load increases, availability of
laser delivery system can facilitate doing YAG PI in
indicated cases at the secondary ophthalmic care
level.

Instrument required

1. Nd-YAG Laser unit attached with laser slit
lamp adapter — for purpose of performing
YAG PI and YAG capsulotomy.

3. Referral services

Juvenile glaucoma patients and patients with
buphthalmos can be referred to higher centres for
appropriate treatment. Other cases not responding
to conventional medication and surgery should
also be referred to a higher centre for alternative
procedures.

POAG patients can be referred to a higher

centre for advanced tests like automated field




analysis, optic nerve head and retinal
measurements for more definitive diagnosis.
Further follow up treatments as suggested, can
then be continued at the secondary centre itself.

V. Orbit and oculoplasty

The centre should be able to render medical
treatment for inflammatory and infective
conditions with the administration of analgesics,
anti inflammatory drugs and antibiotics. The
administration of medication can be topical, or
systemic (oral, IV, IM routes) depending on the
severity of the case.

In indicated cases, surgical procedures like
dacrocystectomy (DCT), dacrocystorhinostomy
(DCR), simple tarsorraphy, chalazion incision and
curettage, lid abcess incision and drainage,
enucleation, eviceration, entropion and ectropion
can be done at the hospital itself. The surgical sets
for the above procedures should be available. Cases
requiring correction for entropion, ectropion,
ptosis and those requiring artificial eye fitting,
ultra sound B scan (USG B Scan), cases of orbital
fracture, and tumors can be referred to higher
centers.

VI. Retinal services

A routine indirect ophthalmoscopy and a 90D
fundus examination are mandatory tests to be
performed at the centre itself. Documentation of
findings by appropriate colour coding helps to
estimate the progress of the disease in follow up
visits. Over a period of time, fundus cameras can
be added to the facilities available.

1.Basic secondary eye care setting

Medical retinal pathologies like diabetic
retinopathy, vascular occlusions, central serous
retinopathy etc. can be well documented and
managed at the centre itself.

Instruments needed for treatment
1. Direct ophthalmoscope

2. Indirect ophthalmoscope with scleral depressor

3. Slit Lamp bio-microscope
4. 90 D Lens
5. 20 D lens

2.Advanced secondary eye care setting

Fundus fluorescein angiography and lasers used for
retinal photocoagulation, are important requisites
for advanced secondary level service delivery.
Availability of lasers and their delivery system for
pan retinal photocoagulation and focal
photocoagulation will prevent unnecessary
referrals to higher centres.

Additional Instruments needed in an advanced level set up:

1. Fundus camera

2. Laser unit for retinal photocoagulation with
slit lamp laser adapter and/or indirect
ophthalmoscope adapted for laser delivery
(laser indirect ophthalmoscope)

3. Referral services

All cases needing surgical management like a
retinal detachment can be promptly referred to a
tertiary care centre. For cases which are referred for
initial advanced treatment, follow up can be done
at the secondary centre, and upon requirement of
any further advanced treatment or progression of
disease, can be again referred to the tertiary centre.
If this is done, the patient will benefit from not
having to spend money on long distance travel,
and the centre will also gain clinical experience.

VII. Uveitis services

All basic diagnostic procedures, like performing a
slit lamp examination, an examination with 90D
lens, and an indirect ophthalmoscope examination
can done and details should be documented in the
case record of the patient.

Basic lab tests for determining blood total
count (TC), differential count (DC) and
erythrocyte sedimentation rate (ESR), skin test like
mantoux, other specific tests like VDRL should
ideally be available in the centre or in a lab which
can be easily accessed.
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These tests will help to arrive at an etiology for
the manifestation and aid in rendering appropriate
management for that patient. The treatment can
be modified or upgraded, depending on the

response observed in each follow up visit.

Instruments needed for work-up:
* Slit Lamp biomicroscope

* 90D lens
* Indirect ophthalmoscope
* 20D lens

¢ Basic lab instruments
¢ Cell counter
e Table microscope

¢ Glucometer

Referral services

Cases which need USG B SCAN, sophisticated
tests for diagnosis, and immunosuppressive
medication can be referred to higher centre.
VIil. Neuro-ophthalmic services

Single nerve palsies caused by underlying medical
conditions like diabetes mellitus, or hypertension
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can be treated symptomatically, if radiological and
imaging support facilities are available. If not, then
these patients can be referred to places, where such
facilities can be accessed. Base line details
regarding diplopia can be recorded using Hess
chart and diplopia charting.

During the follow up visit, this will aid in
looking for improvement of the pathology
following treatment.

Instruments required
Tangent screen Automated field analyzer is

optional

Hess chart screen

B.P Apparatus

Stethoscope Glucometer

Supplies required Torch with light source as a
slit

Red green goggles Colour vision charts

Referral services

Cases which require CT scan and advanced
neurological evaluation and young patients with
neuro-ophthalmologic manifestation can be
referred to higher centres.




CHAPTER - VIII
SUPPORT SERVICES

l.  Housekeeping services

Introduction

Housekeeping is one of the basic functions

essential for the operation of a health care

institution. It is housekeeping’s responsibility to

maintain an environment that is

* Safe and provides maximum bacteriological
control throughout the hospital

* Dleasant with furnishings whose design and
colour are pleasing to the patients and
conducive to their recovery

* Functional, with everything necessary for the
patient’s recovery properly maintained and
conveniently arranged.

Responsibilities of the housekeeping department

a. Environmental sanitation areas

1. DPublic areas such as lobbies and reception
areas, canteens

2. Circulating spaces such as halls, elevators,
stairways

3. Patient accommodation

4. Operating theatre(s), outpatient treatment
rooms, laboratory

5. Toilets

6. Service and supply rooms

b. Environmental sanitation procedures
1. Window washing

2. Wall washing

3. Floor care (including rug and carpet cleaning,
where necessary)

4. Furniture dusting, washing and polishing,
upholstery cleaning

5. Light fixture cleaning

6. Rubbish removal
7. Disinfections

8. Ensuring clean linen

¢. Noise control

1. Reduction of noise made by large equipment

2. Soundproofing of housekeeping and mainte-
nance equipment

d. Interior decoration

1. Furniture repair and refinishing

2. Replacement of furniture and furbishing

3. Drapery making and/or repair

4. Ensuring attractive surroundings (paintings,
flowers, etc)

Cleaning

The cleaning of windows, doors, walls, etc., helps
in arresting deterioration and preserving
appearances.

Preservation: With the help of protective coatings
of paints, varnishes, waxing of floors, etc., the
building and its furnishings can be preserved.

Replacement and repair

This involves timely repairs or replacement of
sanitation equipment, water supply, electrical
fittings, etc.

Hospital waste management

* Hospital waste contains biological materials,
which possess potentially harmful microorgan-
isms; special care should be taken while man-
aging it

e Waste management should conform to legal
requirements, Government norms and be
acceptable to the general public
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*  Care should be given in segregation, transport,
temporary storage and final disposal of hospi-
tal waste

*  Segregation should take place at the source of
generation of waste. It is very important that
different colour code is followed and main-
tained throughout the hospital

* Non infectious items can be collected in black
bags

* Infectious items — sharps, plastic items, human
anatomical waste can be collected in blue, red
and yellow bags respectively

* Non infective wastes are disposed in a landfill

* Infected solid wastes and human anatomical
wastes (contents of yellow bags) are
incinerated

IIl. Dietary services

Introduction

Dietary services are important in a hospital that
provides inpatient care. Nutritious and appetizing
meals help ensure patient satisfaction and aid the
healing process. Service is usually provided in-
house, but may be contracted to a responsible
caterer. Meal service will be determined by local
customs, hospital routines and procedures, and
patient preferences. Nonpaying patients can
receive free or low cost meals. Paying patients may
expect meals to be included in their surgery and
accommodation fee.

Attributes of effective dietary services

1. Meals should be available within hospital
premises. Many patients will expect room
service

2. Food must be of high quality. Patients with
special diets, such as diabetics, must be served
appropriate meals

3. The capacity of dietary services should match
the expected volume of patients. In a growing
eye care program, this might mean expanding
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or renovating the kitchen space, purchasing
more cooking equipment, and hiring more staff

4. Staff must be well trained and knowledgeable
about nutrition and special diets. They should
understand the connection between dietary
services, patient satisfaction, large volume and
low cost

5. Patient attendees can bring revenue to the
hospital, where appropriate, through their
business to the canteen or coffee shop

lll. Clinical laboratory

Basic lab equipment

1. Table microscope - 1
2. Cell counter -1
3. Glucometer -1
4. Chemical balance - 1
5. Calorimeter -1
6. Other minor equipment (Test tubes, stand,

etc.,)

IV. Stores (Materials management)

Introduction

Materials management means keeping track of all
the hospital’s supplies. It is the analysis, planning,
implementation and control of carefully developed
systems and programmes designed to achieve
maximum cost efficiencies in the variable cost
areas of supplies, equipment, services and
personnel, consistent with organisational
objectives. Materials management includes all
aspects of purchase or procurement, inventory
management, and issue and usage. It might
include vendor negotiations, routine purchasing
after sources have been established, demand
forecasting, budgeting for supplies, maintenance/
disposal / recycling of supplies, receipt inspection
and payment, stocking and storage, inventory
control and loss prevention to minimize loss due
to spoilage or pilferage.




Importance of stores

Efficient storekeeping helps to keep productivity
high. Materials management is one of the key
factors for improving performance of any
department. Higher inventories mean higher
(avoidable) costs, and they block scarce funds that
might be required by the organization for
operations or essential development.

Role of stores

The tasks of the storekeeper range from the safe
custody and preservation of the material stocked,
to the receipts and accounting, and to the issuing
of supplies. The storekeeper’s tasks are:

1. To maintain the continuity of supply by
ensuring that all the materials are available at
the needed time at an optimum cost

2. To facilitate the hospital operation by provid-
ing high quality goods

3. To reduce the operating cost

4. To decide whether to make something or
buy it

5. To exercise control over the usage of goods

Principles of storekeeping

Supplies can be categorized under three headings:
vital, essential and desirable. These three categories
will determine how much of each item should be
in stock at any given time. There are seven
principles of material management that must be
kept in mind to ensure good results.

The storekeeper in charge must follow these
principles (the 7 R’s).

1. Right time

Right quantity

Right price

Right source

Right delivery

Right methods

Right people

N AWMk wD

Models and systems of storekeeping

Stores departments can be centralized or
decentralized. A centralized material
management network focuses on the supplies
needed for each activity or function of the entire
hospital. A decentralized material management
model is one where each area or department
performs the various material management
functions itself.

V. Medical equipment maintenance services

Introduction

The appropriate and safe operation of medical
equipment is important to the proper functioning
of any health care facility. A Medical Equipment
Maintenance Department (also called medical
instrument maintenance department, biomedical
engineering department or clinical engineering
department, etc.) is responsible for testing,
repairing, and maintaining the hospital’s
diagnostic and therapeutic equipment.

In smaller hospitals, the role of medical
equipment maintenance may be incorporated into
the facilities maintenance department. Small
hospitals that are part of a larger hospital system
may also receive their medical equipment
maintenance services from the medical equipment
maintenance department of the central tertiary
hospital of the system.

Role of medical equipment maintenance department

The major functions of this service are:

e Perform incoming inspection, installation,
preventive and corrective maintenance, and
special request service on clinical equipment
owned, and/or used within the health system
in compliance with regulatory agencies

*  Minimize downtime of medical equipment by
providing efficient follow-up on equipment
problems
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e Assist the materials management department
and other departments with pre-purchase
evaluations of new technology and equipment

*  Assist clinical departments with service con-
tract analysis, negotiations and management

* Provide coordination of clinical equipment
installations including, planning, scheduling,
and overseeing

* Training of clinical staff on operation and care
of equipment

* Maintain equipment service records in an asset
management filing system or database

*  Assure patient and employee safety related to
medical devices and systems
In smaller hospitals, some of the suggested

roles presented may be taken on by the

Materials Management Department or other

departments.
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Required facilities and equipment

Some important physical assets needed for this
department:

1.

LN

2= 0 e Now

A work space that can accommodate the
equipment technicians and the materials that
follow

Repair tools

Test equipment

Workbenches, stools, shelves and other furni-
ture

Work lights

Essential spare parts

Library of operation and service manuals
Electrical outlets

Running water

. This department should have access to a

computer in the hospital for electronic storing
of equipment inventory and repair records




CHAPTER - IX
OPTICAL AND PHARMACY SERVICES

Introduction

The optical shop and pharmacy are among the
most important supporting departments in an eye
hospital. Both can contribute to a high quality,
and sustainable eye care program. To control the
quality of spectacles and medications, both shops
should be inside the hospital premises. Having
them in-house also helps to keep the hospital
running by generating additional revenues.

a. Attributes of an effective optical shop

1. Access to postal or courier services are neces-
sary since prompt delivery is vital

2. Iflens grinding occurs on site, the manufactur-
ing area should be located near the optical
shop for quick service

3. The optical shop should be treated like a retail
business, with regular business hours, ample
space for customer comfort, as well as friendly,
helpful and knowledgeable staff

4. Quality must be monitored and maintained to
ensure that patients receive the correct power
in their glasses

5. A wide choice of glasses and frames should be
available for purchase

6. All available frames should be hypoallergenic

b. Attributes of an effective pharmacy

1. The pharmacy should be open during ex-
tended business hours and available for emer-
gency purchases as well

2. Stock should exceed expected demand so that
shortages never occur. An experienced phar-
macy supervisor should monitor purchasing
and inventory to minimize loss due to spoil-
age. Bulk purchasing will help keep costs low

3. Quality must be maintained very carefully to
avoid errors and to ensure patient

satisfaction

4. All staff must be well trained, knowledgeable

and courteous

5. The pharmacy should be situated for easy

access to patients or their attendees

Efficient service will help ensure the hospital’s
productivity and reputation.

31




CHAPTER - X
COMMUNITY OUTREACH

. Eye screening camp

Introduction

In developing countries eye care still remains to be
a low priority considering other health care needs
in the allocation of resources, besides the exisiting
resources are not utilized to optimal level. Hospital
services are not accessed by potential beneficiaries
and the reasons being socio-economic problems,
illiteracy and ignorance. The problems are similar
in most of these countries. As an alternative
strategy to increase access, the hospital should
proactively go into the community and screen
patient by organising outreach camps and health
volunteers in villages should be trained to screen
people for operatable cataract and motivate them
to accept surgery.

In order to develop and maintain a high
quality, large volume, sustainable eye care setup, it
is essential to have this proactive approach of
attracting patients instead of waiting for them to
arrive on their own. Iz is necessary to generate
demand for the services of your institution through
community outreach activities.

The objectives of screening eye camps should be:

1. To identify people with cataract and offer
surgery to restore their sight
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2. To create awareness among the blind and
motivate them to utilise the existing facilities

3. To detect other eye problems and advise /
provide appropriate treatment (comprehensive
eye care)

b

To prescribe and provide glasses for refractive
errors (at affordable rates)

5. To detect and treat (referring for surgery when
required) cases with diseases such as pterygium,
chronic dacryocystitis and other infections

6. To identify and treat / refer school children in
the villages with refractive errors, squint,
amblyopia, nutritional deficiencies

7. To provide health education on proper eye care
in the community

8. To develop and maintain a relationship be-
tween the institution and the community

9. To market eye care facilities and services

offered

10. To provide a training ground for medical staff
in order to develop their capacity

The various eye camps are:

1. Screening (diagnostic) camp
Outreach (mobile) surgery camp
School eye health screening programs

N

Community-based referral systems




1. Systems and Procedures for Conducting Community Outreach

a.Pre-camp activities

Activities

Time frame

Develop an annual plan and weekly/monthly schedule.

Contact the sponsors and help them understand the
need for camps.

Judge the sponsor’s financial capacity and manpower

availability.
Make sure the sponsors understand their commitment.
Explain the camp procedure to the sponsor.

Suggest a suitable date that does not coincide with
local festivals, harvest, etc.,

Select and confirm the camp site.

Assist the sponsor in planning the work and the
publicity strategies.

Update the sponsor on hospital based activities
related to camps.

Give the sponsor a standard format for notice bills
and posters for publicity work.

Ensure the execution of publicity work (proper
planning and delegation).

Conduct periodical meetings (monthly / weekly) at
the base hospital to assess the number of doctors,
paramedical staff, drivers and vehicles needed.

Plan the accommodation and food for the expected
inpatients on the camp day.

Prepare the operation and discharge schedule.

Finalize the camp posting and inform the people
concerned.

Make sure the stores has been informed on all the
materials required (medicines, printed forms, etc.,).

Plan transportation for the patients from the campsite
to the hospital and back.

At the beginning of the year

At least one month before the camp

At the time of approach

At the time of approach
At the time of approach

One month prior

One month prior

After finalizing the date and place
Periodically

One month before

Two weeks before the camp

Once in 2 month

During the camp meeting

During the camp meeting

A week before the camp
A week before the camp

A week before the camp
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b. Camp day activities

Activities

Time frame

Make sure the OP & IP registers, other documents,
medicines, equipment etc. are ready.

Arrange furniture and facilities in the camp site for
various stages in the screening of patients.

Give the volunteers instructions on registering the
patients and regulating the flow of patients.

Counsel the patients advised for surgery.

Check the patient’s BP and do urine tests at the
camp site.

Enter the inpatients details in the relevant forms.

Arrange food for medical team as well as the patients
selected for surgery.

Arrange transport to take the patients to the hospital.

One day before the camp
One day before the camp
One day before the camp

On the camp day
On the camp day

On the camp day
One day before the camp

On the camp day

¢. Post-camp activities

Activities

Time Frame

Admit the patients brought from the camp.

Inform the doctors and paramedical staff to take
care of preoperative procedures.

Make food arrangements for the patients.

Supervision of the medication provided to the
patient after surgery.

Inform the sponsor of the results of the camp and
thank him for his cooperation.

Maintain a good rapport with the sponsor.

Discuss the success and failure; review the plan
and performance.

Draw camp reports and statistics (update).

Send the reports to the local agencies, government
sectors, supporting agencies.

Get interdepartmental feedback to maintain the
level of satisfaction and growth.

Plan future outreach programs

On the camp day

A week before the camp (a temporary
schedule)

On the camp day
Daily

Next day of camp

Periodical visit, mailing and meeting

Every week

For each camp after discharge

For each camp whenever it is needed
Periodical meeting

End / beginning of the year
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Flow of patients in a camp

The flow of patients in a camp should be managed

Station 1 - Patient registration

1.

so as to facilitate a comprehensive eye examination

of all patients in a short time. This requires good

2.

coordination and cooperation among the staff

members in the camp.

Flow Chart of examination protocol at campsite

Registration

Vision testing

Volunteers record the patient’s name, age and
address in the case sheet

These volunteers must have legible handwrit-
ing (usually teachers)

Patients are given identity cards, which should
be retained for future follow-up

Preliminary examination by doctor, using torch, direct ophthalmoscope, drops

* Very early cataract

* Common medical problem

\

Advise treatment

Refraction

* Surgical cases

* Immature cataract

* Fundus pathology

Dilate

Final exam by doctor

Tension, Duct, BP, US

) Select cases for Surgical cases with
Glasses prescribed . Jical
surgery major medica
problems
Optical Counselling Refer to physician
Admission Direct admission
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Stage 2 - Preliminary vision testing

1. Vision testing is conducted by ophthalmic
assistants, aided by volunteers

2. Vision charts, such as the Snellen chart in the
local language and illiterate E type charts, are
used with adequate illumination

Stage 3 - Preliminary diagnostic examination

1. Junior ophthalmologists conduct the prelimi-
nary examination

2. They use flashlights (torches) and ophthalmo-
scopes to examine the external eye and
fundus

3. They need a dimly lit room with desk, chairs,
and two functioning electrical outlets

4. If there is no electricity, doctors use battery-
operated instruments

Stage 4 - Intraocular pressure and tear duct function

1. This test is conducted by trained ophthalmic
assistants, with the help of community volun-
teers

Station 5 — Refraction

1. Patients with complaints of defective vision
due to refractive errors, myopia, presbyopia,
outdated glasses, or aphakia are examined

2. Well-trained ophthalmic technicians refract
while volunteers help control the patient flow

3. Mostly refraction is accomplished without

dilation, but young children and some adults
receive cycloplegia. There are adjoining wait-
ing rooms for dilatation

Stage 6 - Final examination

Senior doctors evaluate the test findings and
conduct the final examination, review the patient’s
record, make the final diagnoses and prescribe
treatment. In a small camp, one doctor will do
both the preliminary exam and the final exam.
Senior doctors can prescribe glasses or medicine,
or advise the patient to undergo surgery.

Stage 7 - Optical shop

1. This is managed by an optician who attends
the screening camp

2. If the patient is advised glasses he or she can
purchase readymade spectacles, if available

Stage 8 - Patient counselling and IP admission

1. Those patients scheduled for surgery are
registered, counselled, and transported to the
base hospital at the close of the eye camp

2. These patients receive surgery, post-operative
care, meals, and round-trip transportation

2.Man power requirement for outreach activities

The manpower requirement in a camp depends on
the size of the camp. Ideal man power utilization
can be as in the table below:

Number of expected patients <200
Expected cataract operations 10-40
Ophthalmologists 1
Ophthalmic assistants: (3)

- Preliminary vision

- IOP & duct

- Refraction
Optician
Camp organizer

— e e

Patient counsellor

200-400 400-600 >600
40-80 80-120 >120
2 3 5-7
(©) 9) (11-12)
2 3 3-4
2 3 4
2 3 4
1 1 1
1 1 2
1 1 1
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3.Equipment needed for a screening eye camp

Number of expected patients <200 200-400 400-600 >600
Expected cataract operations 10-40 40-80 80-120 >120
Snellen chart 4 6 7 8
Tonometer 1 2 2 2
Ophthalmoscope 1 1 2 3
Flashlight (battery/electric) 2 2 4 4
Medicine tray 1 2 2 3
Basin 1 2 2 2
Cubicle set and cloth 1 2 3 4
Trial lens set 1 2 3 4
Retinoscopy mirror 1 2 3 4
Wire set with bulb & bulb holder 3 4 5 6
Extension switch board 1 1 1 2
Bulb 3 4 5 6
Jar / bin 1 1 1 1
Needle2 4 6 10
Syringe 1 2 3
Kidney tray 1 1 1 1
1. Primary eye care centre For running a vision centre, in other words

primary eye care centre, with 2 mid level
ophthalmic personnel, the following instruments
and equipment are adequate.

Screening eye camps, conducted with minimum
infrastructure requirements, rely heavily upon
reaching out efficiently to more people in rural
areas and also encouraging active involvement of

Equipment needed for primary eye care centre
the community. qaip P e

In spite of the enormous amount of work done Slit lamp ' 1
through outreach camps, studies show only 7% of Streak retinoscope 1
people who need eye care access these services. Direct ophthalmoscope 1

Outreach camp is the short term strategy used
in order to clear the backlog, to create awareness in
the community and to create demand for the
hospital. But in the long run a more sustainable
solution is to establish permanent eye care facilities
in the community in the form of vision centres
which will provide primary eye care services and
also act as a referring point channelling the
patients to the secondary hospital for surgeries.




Trial sets

IPD scale

JCcC

Mirror (refraction)
Snellen chart (drum)
Near vision chart

90 D lens
Applanation

Basic sterilizer

Low Vision

Hand held magnifier
Optical dispensing

— e e ek e ek e e

Grinding, edging kit and machine 1
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CHAPTER - X
MANAGEMENT

Introduction

The administrator and his or her team must be
responsible for all the non-medical activities. This
will broadly comprise of getting adequate patient
load through innovative social marketing
approaches and ensuring that the clinical services
are provided in a cost effective manner through
optimum utilization of resources. The team will
also need to manage functions such as medical
records (a necessity in face of the growing
malpractice suits), inventory, housekeeping,
security and support services. Adequate area for
administration and support services must be

provided. In addition to routine administration of
accounts, inventory, etc., the community outreach
work will form a significant part of the
administration.

1. Equipment
S.No Particulars Quantity
1 Computers 1
2 Printers 1
3 UPs 1
4 Server 1
5 LCD Projector 1
6 Furniture To requirements
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CHAPTER - XII
PROCUREMENT MANAGEMENT

General financial and management considerations for
owning medical equipment

Medical equipment costs money to operate and to
maintain during its life cycle. On average, the
original purchase cost only constitutes about 20%
of the entire life cycle costs of the equipment.
Installation of certain equipment such as large
sterilizers will involve initial additional costs for
dedicated water and electrical supplies. Expensive
consumables, which generally are not re-usable, are
required for devices such as phaco and vitrectomy
machines.

All medical devices, regardless of their
complexity and ruggedness, require periodic
maintenance and corrective maintenance at some
point. Even a simple device such as an
ophthalmoscope requires ongoing costs for
replacement of bulbs and batteries, including
rechargeable ones.

As a rule, equipment owners should budget
anywhere from 3% to 7% of the purchase cost per
year for each device to cover consumables, parts,
maintenance, and user training. The life cycle of a
medical device can range between 5 and 15 years,
depending on the design and ruggedness of the
device and the environment in which it is used. A
plan must be in place to replace equipment.

All eye care departments and institutions
should have a medical equipment management
program to assure the maximum and most cost
effective utilization of its technology. This
equipment management program may, depending
on the available resources and capacity of the
institution, be handled by an in-house biomedical
engineering department, by an outside service
organization, or by an equipment maintenance
service shared by several linked institutions. This
program should include equipment inventory,
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preventive maintenance, corrective maintenance,
emergency repair services, vendor and contract
management, technology planning (including
selection, procurement and retirement of
equipment), training for equipment users and
patient safety, among other functions.

General considerations for evaluating and procuring
ophthalmic equipment

Equipment planning should be fully integrated
into any plans for new construction or renovations
to assure that the equipment will fit in the new
space and that matters such as work flow, safety,
and appropriate electrical, plumbing, cooling, and
other utilities are available.

The suggestions below might prove beneficial when
evaluating new equipment for purchase

*  Consult other users of the same equipment
and, if possible, of the very same brand and
model. Ask the salesperson for the names of
the hospitals and the physicians in those
hospitals who are using his company’s prod-
ucts. If there are no local users of this
manufacturer’s equipment, you may wish to
consider other manufacturers with more
customers in your area. (The company is
more likely to be able to provide better service
if it has several customers in the same area)

* Communicate with colleagues in major teach-
ing centers that are likely to have the specific
devices being considered

*  Consult the major ophthalmology publications
for articles containing objective evaluations of
the particular equipment of interest

* Ask vendors to loan the hospital a unit to be
tested by the hospital’s staff




*  Seek help from non-governmental organiza-
tions (NGOs) that might be in a position to
obtain objective information from other
practitioners abroad

* If possible, defer the purchase until a visit to a
major equipment exhibition at a professional
meeting or conference where other users can
be consulted and comparison of the products
of many different manufacturers can take place
all in one setting

In addition to quality and performance of the devices, some
additional important criteria that should be
considered when evaluating equipment for purchase are:

* Total purchase price?

*  Estimated ownership costs per year (supplies,
spare parts, accessories)?

e Terms of payment?

* Installation costs?

* Delivery costs?

*  Delivery time?

* Installation services provided?

*  User and maintenance training provided?

*  Operation manuals in local language included?

e Warranty period?

*  Service costs per hour after warranty period?

* Dost-warranty service contract available? If so,
what is the cost per year?

* Factory trained service engineers available
locally?

*  Availability of spare parts and consumables
locally

* Estimated time for service eng. to arrive on site
for service?

It is advisable to get quotations or proposals
from at least 3 different vendors, if possible. Once
a vendor is selected, the hospital will need to
prepare a purchase order (P.O.), which is a
document clearly stating everything a hospital
wishes to purchase from a particular vendor and it
represents an agreement between the hospital and
the vendor, on the terms of that purchase.

On some occasions, the vendor may present a
standard purchase agreement for use as an example
for the hospital’s PO. This document should be
read carefully, & unless it includes all the provi-
sions that are considered necessary, the vendor
should revise it or the hospital should write its own
PO. This ensures that it includes all the provisions
you wish and that can be jointly agreed upon.

The first and most important requirement is
that the PO. contains detailed pricing information.
If the device being bought contains assemblies,
hand pieces, foot switches or other accessories that
are not included in the basic machine price, each
item should be listed separately. Some other items
that may be necessary to itemize in a PO.:

*  Warranty terms

* Payment arrangements

* Delivery terms

* Installation terms

*  Manuals to be included

* Additional accessories

* Additional software

* Maintenance or service contracts beyond the
warranty period

e Any wiring, plumbing or construction work
that the seller or his contractor must perform
in order to prepare the installation site

* Any other parts, assemblies or attachments for
which you have negotiated

* Additional arrangements for training or in-
service either on or off site

The important point to remember is that
everything that is expected to be received should be
shown on the PO. to eliminate surprises or
misunderstandings.

Offers of equipment donations by
humanitarian agencies and NGOs should be
critically evaluated with the same rigor, if not more,
that is performed for purchases. This will eliminate
the common problems associated with
inappropriate donations such as obsolescence, lack
of local service support, lack of manuals, lack of
spare parts, etc.
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ANNEXURE
|.INSTRUMENTS AND EQUIPMENT LIST

Introduction good working condition at all times and “down

. . time” during which any instrument is not working

Adequate and appropriate instruments available at o
: is kept to a minimum.

an eye care centre help eye care personnel to arrive

at a correct diagnosis, to render proper treatment,

and thus provide comprehensive high quality eye

care to its patients.

All supplies, instruments and equipment
should be used efficiently and effectively. It is very

important that all the instruments are kept in Basic Secondary Eye Care Setting:

The following is a comprehensive list of
instruments required in a secondary care hospital.
The total number calculated is based on the man
power in the hospital and the distribution of man
power everyday within the hospital.

. Instruments needed in OPD b. Supplies needed for refraction

1. Snellen test type

a. Diagnostic equipments
g aap (Trial drum or separate charts) 4

1. Schiotz tonometer 2 2. Near vision testing (Jaeger

2. Flashlight (battery/electric) 6 chart or Snellen near vision

3. Slit lamp 2 test type) 4

4.  Direct ophthalmoscope 3 3. Retinoscope

5. Indirect ophthalmoscope 2 a. Plane mirror retinoscope 1

6. 90D lens 2 b. Streak retinoscope 1

7. 20D lens 2 4. Trial frames (light, readily

8. Gonioprism 1 adaptable, allowing adjustment

9. Applanation tonometer 1 for each eye separately) 2

10. Kimura spatula 1 5. Trial case 2

11. No 15 Surgical Blade 1 6. Prism bar 1

12. Binocular microscope 1 7. Refractometer 1

13. Bjerum’s screen 8.  A-scan 1
(field test chart) 1 9. Keratometer 1

14. Goldman perimeter 1 (optional) 10. Occluder 1
(field test perimeter)

15. 15 cm glass ruler 2 Additional instruments to provide advanced secondary eye care

16. Hess chart screen 1 1. Fundus camera 1

17. Weighing machine 1 2. Laser unit (YAG LASER) with

18. Material for diplopia charting 1 slit lamp adapter 1

19. Torch light with red and green 1 3. Laser unit for retinal

20. Slit light source, photocoagulation 1

21. Red green goggles 1 4.  Exopthalmometer (optional) 1
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Il. 0T equipment and microsurgical instruments

a.Instruments needed in block room

1. Balancing weight, pinky balls,

kulvari stands 2
2. Oxygen cylinder and nasal

cannula 1
3. Endo tracheal intubation tubes 1
4. Ambu bag 1
5. Laryngoscope 1
6. BP apparatus 1
7. Stethoscope 1

Other supplies:
1. Soap - liquid soap or bar soap
2. Surgical scrub
3.  Emergency kit

b. Equipment required for OT

1.

bt

No e

Two Microscope, with the followingfeatures
- Coaxial illumination

- Good optics

- Adjustable intensity of illumination

- Range of magnification

- Focus controls; Eye piece adjustment

- Interpupillary distance adjustment

- Adequate position adjustment

- Sterile grips and knobs

Bipolar cautery machine - 2

Automated vitrectomy machine

if possible - 1

Cryo machine (optional, rarely used now)
Steriliser (flash autoclave) - 1

Boyle’s apparatus

Suction machine

Microsurgical instruments

(For cataract surgery, filtering surgery, pterygium

excision). The microsurgical instruments for
cataract surgery depend on the technique of the
surgery and the surgeon’s skill and preferred
method in performing the technique. The
standard list of instruments used for cataract
surgery is listed below.

a.Cataract surgical set
1. Universal eyelid speculum / Barraquer lid
speculum

»

Fine toothed forceps, Hoskin’s forceps

&

Heavy toothed forceps / muscle holding
forceps / superior rectus forceps

Superior rectus needle holder (Arruga)
Curved round bodied needle

Mosquito clamp (anchor for bridle suture)
Spring scissors (Westcott)-tenotomy scissors

Bard Parker blade breaker and razor blades /
Castroviejo blade breaker

9. Crescent blade, 15 Blade
10. 22 gauge disposable needle with 120° bend

11. 2ml syringe for viscoelastic with a canula

® N oW

18.
19.
20.
21.
22.
23.
24.

25.
206.
27.
28.
29.
30.
31.

. 26 gauge needle bent/cystitome
13.
14.
15.
16.
17.

Corneal scissors

Mc Phersons forceps (capsule holding)
Vectis/lens loop/irrigating Vectis

Lens spoon/squint hook (nucleus delivery)
Simcoe irrigation aspiration cannula and
handle, and 5cc syringe for manual aspiration
Lens holding forceps

Sinskey hook

Needle holder

Nontoothed forceps (tying)

Vannas scissors

Straight scissors (optional)

Iris repositor, iris scissors, iris forceps
(optional), Elshnig cyclo dialysis spatula
Kelly’s punch, 26 Guage needle

Artery clamp/Kalt needle holder
Capsulorhexis forceps

Anterior capsulotomy scissors

Posterior capsule polisher cannula
Hydro cannula 25G

Towel clip
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Other important supplies:

1.

Instrument trays (stainless steel tray with
perforated bottom)

Trays for holding cidex® OPA solutions and
distilled water (stainless steel trays with non
perforated bottom)

Silk (8-0), nylon (10-0), nylon (9-0) sutures,
5-0 silk/cotton bridle suture

b. For chalazion incision and curettage

1.

2.
3.
4.

Bard parker handle, 15 blade
Chalazion forceps/clamp (Lambert)
Chalazion curette (Meyerhoffer)
Toothed forceps

¢. For dacryocystorhinostomy and dacryocystectomy

1. Bard parker handle, 11 blade
2. Curved small size artery clamp
3. Toothed forceps
4. Lang’s lacrimal sac dissector/bone dissector
5. Cat paw retractor
6. Tenotomy / lacrimal sac cutting scissor
7. Castroviejo punctum dilator
8. Bowman naso lacrimal duct probe
9. Needle holder
10. Thudicum’s nasal speculum
11. Tilley’s nasal forceps
12. Meuller lacrimal sac retractor
13. Bone punch small and large (Citelli’s or
Ronguer forceps)
14. Suture materials:
- 4-0 silk suture
- 6-0 vicryl sutures
Optional
1. Probe set
2. Sac cannula
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3. Pawar implant introducer

4. St.Tying forceps

d. For enucleation and evisceration
Universal eye speculum /PA speculum

Tenotomy scissors
Toothed forceps

BP handle, 11 blade
Evisceration spoon (Mule)
Enucleation spoon (Well’s)
Muscle hook

Enucleation scissors

Needle holder
. St. Tying forceps

AR OIS

—
o

. Equipment needed for sterilisation
Single drum electrical autoclave for
sterilisation

—_

2. Stainless steel drum with electric

coil with tight lid with tap

Ultra sonic cleaner

Flash autoclave-high speed steriliser
Surgical drum (capacity to hold 6 sets)

NV W

Separate drums for autoclaving

linen from OT

IV. Basic lab equipment
Table microscope
Cell counter

»oN =

Glucometer

N — =

V. Equipment needed for a screening eye camp

Equipment needed for a screening camp depend

on the volume of patients to be seen in the
camp.

An ideal list of supplies for a screening eye camp

can be as in the following table:




Particulars

Camp size

Small

Medium

Large

Very Large

Number of expected patients
Expected cataract operations
Snellenchart

Tonometer
Ophthalmoscope

Flashlight (battery/electric)
Medicine tray

Basin

Cubicle set and cloth

Trial lens set

Retinoscopy mirror

Wire set with bulb & bulb holder
Extension switch board

Bulb

Jar / bin

Needle

Syringe

Kidney tray

<200
10-40

I\

—_ = N = 0 = 0 = 1 = = N =

200-400
40-80
6

[ NS T NG NI NG S R SR SR O R O NS R

400-600
80-120

~

— 0 G\ = N = N0 W NN NN

>600
>120

=) W NS I @) N PN SN SN (SRR ORI SN OV (S e ]

—
o

— N

Optical dispensing equipment
I. Manual Edging Sets

1.
2.
3.

0 0 N oA

Manual Edging Machine ( Avanti Motor)

Frame Warmer
Screw Driver

- Br.2mm

- Br.1.50mm

- Br.l1.mm
Marking Pencil
Adjustment Pliers
Nose pad Pliers
Nose Pliers
Chipping Pliers
Diamond Cutter

10. Axis Marking Chart
11. All Screw Box Unit

12. Machine Hose
13. All Nose pads
II. Rimless & Supra Frames Grooving Machine

1. Auto Grooving Machine ( Supra Frames)
2. Drilling Machine ( Three Piece Frames )
3. Nut Driver

I1I. Cleaning
1. Acetone

2. IPA

3. Tissue Paper

4. Selvet Cloth

IV. Power Checking
1. Lensometer ( Automatic Power checking
Machine)

2. 'Trial Set ( manual Power checking )
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V. Automated Fitting Sets
1. Kappa Edger
2. Kappa tracer
3. Lens Tracer

Manual Edger
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4. Adhesive Pads
5. Pluger
6. Bar Coding Sheet

Lensometer
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ANNEXURE
lil. MODEL SECONDARY SETUP

Introduction

This annexure is attached to this report with a
view to give a snapshot of a secondary eye
hospital’s functioning. Aravind Eye Hospital,
Theni is the first satellite hospital of Aravind
started in 1985, situated 80 Kms to the north of
Madurai, Tamil Nadu.

Location and service area

Theni Aravind Eye Hospital is located in Theni -
Allinagaram Municipality in the Theni Taluk of
Theni District. Theni Taluk is a small town with a
population of 111,542. Aravind Eye Hospital,
Theni serves Andipatty, Uthamapalayam,
Periyakulam and Bodinayakannur Taluks of Theni
District, falling within the radius of 50km and
covering a population of 1.1 million. Besides this
primary service area the hospital also covers the
neighbouring areas in Kottayam and Idukki
districts of Kerala state with a population of 3.1

List of instrument and equipments

million (3,082,867) and thus serving a total
population of 4.2 million.

Builtup area

Paying section
Ground Floor -

First Floor -

9,840 Sq. Feet
9,840 Sq. Feet
9,840 Sq. Feet

780 Sq. Feet
- 30,300 Sq. Feet

Second Floor -
Third Floor -
Total Area

Free Section

Ground Floor - 1,800 Sq. Feet (OP area: 1180 Sq.
Feet; Nursing Hostel:620 Sq.Feet)

- 1,800 Sq. Feet
Second Floor - 1,800 Sq. Feet
Total Area - 5,400 Sq. Feet
Total Area (paying + free side) — 35,700 Sq.Feet

First Floor

Name of Equipment Number Manufacturer / Supplier
Outpatient department

1. Direct Ophthalmoscope 5 Keeler

2. Indirect Ophthalmoscope 3 Keeler

3. Tonometer 2 Riester

4. Torch (Electric) 15 Eveready
5. Retinoscope streak - Electric 6 Heine beta
6. Trial frame 6 Baliwalla
7. Trial set 5 Baliwalla
8. Slit Lamp 7 Topcon

9. Keratometer 1 Ascon

10. Hess Chart Board 1

11. A scan 1 Sonomed
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Name of Equipment Number Manufacturer / Supplier

12. BP apparatus 2 Indian electronics Allied Products
13. Stethoscope 2 Microtone Instruments limited
14. Torch (cell) 8 Eveready
15. Gonio lens (3 Mirror — 1: 1 Mirror-2) 3 Volk
16. 20D lens 3 Volk
17.90D Lens 1 Volk
18. 78D Lens 1 Volk
19. Applanation Tonometer 3 Haag-Streit
20. Yag Laser, 532, Green 1 Iris Medical
21. Humphery Field Analyser 1 Zeiss
22. Fundus Camera 1 Topcon-Tokyo optical company Ltd,
(OTRC - 50Ex RC)
23. YAG laser 1064 1 Zeiss
24. Autorefractometer 1 Topcon
25. Lensometer 1 Ascon
26. Non Contact Tonometer 1 Topcon
27. Wide Field laser lens 1 Ocular Instruments
Lab Ward
1. Microscope 1 Nikon 1. BP apparatus 1 Allied products
2. Colorimeter 1 Photochem-5 2. Stethoscope 1  Microtone
2. glentélfuie : i 3. Tonometer 1 Schiotz
. Blood cells counter
5. Syringe cutter 1 Insta Need 4. Torch (cell) 1 Eveready
6. Gluco meter 1 Advantage 5. Slit Lamp 1. Topcon
Operation theatre
1. Operating microscope 4 Takagi, Zeiss 12. Autoclave 3 Hoslab
2. Operating light 2 Segal optics 13. Oxygen Cylinder 1 Sivaji
3. Cryo unit 1 Ascon 14. Cooker Autoclave 1 Hoslab
4. Tonometer 1 Riester 15. Suction Apparatus 1
5. BP apparatus 2 Allied products 16. Ultra sonic Cleaner 1
6. Stethoscope 2 Microtone 17. Sealing Machine 1 Sevana
7. Bipolar Coagulator 6 TL instruments 18. Needle Cutter 1 Saratech electrical
/ Aurolab -3 Syringe & needle
8. Phaco machine 2 AMO Sovereign destroys
/ AMO OPSYS 19. Compressor 1 Elgi
9. Vitrectomy machine 1 Allergan 20. Torch Cell 2 Eveready
10.OT Care 1 OT safe 21. Television 1 Samsung
11.Instaclave 1 Gold’s worth 22. Camera 1 Zeiss
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Camp ICU
1. Direct Ophthalmoscope 1 Keeler 1. ECG Machine 1 Maestros
2. Retinoscope Streak Cell 2 Heine 2. Oxygen Cylinder 1 Sivaji
3. Torch (Electric) 8 Eveready 3. B.P Apparatus 1
4. Tonometer 4  Schiotz 4. Stethoscope 1  Microtone
5. BP Apparatus 2 5. Suction Apparatus 1 Gomco
6. Stethoscope 2 Microtone 6. Nebulizer 1 Aerofamily
7. Torch (cell) 6  Eveready 7. Pulse Oxymeter 1  Nellcor
8. Trail Set & Trail Frame 3  Balliwalla 8. Torch (cell) 1 Eveready
Human resource
Clinical Team - 53 Manager - 1
Chief Medical Officer -1 Assistant Manager -1
Medical Officer -1 Accountant -1
PG / Fellow -7 Electronic Data Processing
Paramedical Staffs - 25 (EDP) -1
Nursing Coordinator -1 Camp Organizer -1
Refractionist -7 School Screening Organizer - 1
OP Nurse -5 Telemedicine / Stores - 1
Counselor -2 MRD / Reception -2
OT Nurse - 6 House Keeping -2
Ward Nurse -2 Sanitary Workers - 8
Lab Technician -1 Security -5
Instrument Technician -1 Driver - 1
Trainees - 19 Gardner -2
Refractionist -5 Electrician (Part-time) - 1
OP Nurse - 4 Trainees - 03
Counselor -1 MRD / Reception - 3
OT Nurse -7 Total Trainees - 22
Ward Nurse -2 Full Time Staffs - 62
Administrative Team - 31 Vision Centre Staff - 13
Bed strength
The hospital was started with 100 beds, of which Section No. of Beds
40 was paying and 60 was for camp (free) patients. ~ Paying Section - 40
The bed strength in the paying section has not Direct Walk-in (Free) - 23
been increased till now. The total number of beds Camp Section (Free) - 100
at present in all sections of the hospital is 163. Total Beds - 163
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Performance

The performance of the hospital in terms of both outpatient and inpatient services for the past 5 years
are depicted below.

Outpatient statistics
Year
Patients (New + Review) 2002 2003 2004 2005 2006
Paying 40,149 45,043 49,010 54,427 59,086
Direct walk-in (Free) 19,886 18,894 23,209 23,424 21,385
Camp (Free) 21,799 26,167 19,532 25,703 25,193
Tortal 81,834 90,104 91,751 103,554 105,664
Inpatient statistics
Year
Patients 2002 2003 2004 2005 2006
Cataract Others Cataract Others Cataract Others Cataract Others Cataract Others
Paying 1,367 496 1,531 693 1,730 592 1,851 1,110 2,000 1,367

Direct (Free) 855 121 1,070 269 1,256 338 1,512 503 1,887 372
Camp (Free) 4,216 81 4,286 86 5,080 117 5,151 160 4,442 167
Total 6,438 698 6,887 1,047 8,066 1,047 8,514 1,773 8,329 1,906
Grand Total 7,136 7,934 9,113 10,287 10,235

Vision centers statistics

The performance of all the Vision Centers till now is illustrated in the table given below:

All vision centers performance (till December 2006)

Out Patients
Total Months or Avg OP / Avg OP /
of Service so far month Day
Ambai 33 5814 176 7
Andipatti 25 9117 365 15
Bodi 16 5426 339 14
Chinnamanur 10 2810 281 11
Periyakulam 8 2274 284 11

Total 92 25441 1445 58
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Spectacles

Prescribed ~ Ordered  Avg Glasses Glass Acceptance

so far so far / Month Rate
Ambai 916 754 23 82 %
Andipatti 1129 956 38 85 %
Bodi 945 777 49 82 %
Chinnamanur 370 330 33 89 %
Periyakulam 439 402 50 92 %
Total 3799 3219 193 86 %

In Patients
Referred Sur Done  AvgRef/  Avg Sur/

So far So far month month
Ambai 365 262 11 8
Andipatti 353 247 14 10
Bodi 306 188 19 12
Chinnamanur 112 72 11 7
Periyakulam 103 75 13 9
Total 1239 844 68 46
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ABBREVIATION

WHO
IAPB
INGO
CME
or

IP
OPD
ICD

World Health Organization

International Agency for the Prevention of Blindness
International Non-Governmental Organization
Continuing Medical Education

Outpatients

Inpatients

Outpatient Department

International Classification of Diseases
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